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Abstract 
Chromatography is an important analytical technique that has wide-
spread use in environmental applications. A typical application is the 
monitoring of water samples to determine if they contain petroleum. These 
tests are mandated in many countries to enable environmental agencies to 
determine if tanks used to store petrol are leaking into local water systems.  
 
Chromatographic techniques, typically using gas or liquid chromatography 
coupled with mass spectrometry, allow an analyst to detect a vast array of 
compounds—potentially in the order of thousands. Accurate analysis relies 
heavily on the skills of a limited pool of experienced analysts utilising 
semi-automatic techniques to analyse these datasets—making the out-
comes subjective.  
 
The focus of current laboratory data analysis systems has been on refine-
ments of existing approaches. The work described here represents a para-
digm shift achieved through applying data mining techniques to tackle the 
problem. These techniques are compelling because the efficacy of pre-
processing methods, which are essential in this application area, can be ob-
jectively evaluated. This paper presents preliminary results using a data 
mining framework to predict the concentrations of petroleum compounds 
in water samples. Experiments demonstrate that the framework can be 
used to produce models of sufficient accuracy—measured in terms of root 
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mean squared error and correlation coefficients—to offer the potential for 
significantly reducing the time spent by analysts on this task.  
 
Keywords: Gas Chromatography Mass Spectrometry, GC-MS, BTEX, 
Data Mining, Model Trees, Regression, Data Preprocessing, Correlation 
Optimized Warping, Petroleum Monitoring. 
1 Introduction 
Chromatography is an important analytical technique that has widespread 
use in environmental applications (Christensen and Tomasi 2007; Hupp et 
al. 2008; Pérez Pavón et al. 2004). A typical application is the monitoring 
of water samples to determine if they contain petroleum. These tests are 
mandated in many countries to enable environmental agencies to deter-
mine if petroleum tanks are leaking into local water systems. In this paper 
we outline a data mining approach to analysing chromatographic data and 
apply it to the detection of toluene, a compound found in petroleum. 
 
Chromatographic techniques, typically using gas or liquid chromatogra-
phy coupled with mass spectrometry, allow an analyst to detect a vast ar-
ray of compounds—potentially in the order of thousands. Accurate analy-
sis relies heavily on the skills of a limited pool of experienced analysts 
utilising semi-automatic techniques, making the outcomes subjective.  
 
The focus of current laboratory data analysis systems has been on re-
finements of existing approaches.  The work described here represents a 
paradigm shift achieved through applying data mining techniques to tackle 
the problem. These techniques are compelling because data mining offers 
an experimental framework where the efficacy of methods can be evalu-
ated and compared systematically. This is especially important in chroma-
tography because many data pre-processing techniques are needed for this 
type of data.  
 
This need for a paradigm shift has been seen by others in related do-
mains such as proteomics and metabolomics (Taylor and King 2002), 
where data mining has been used for pattern discovery purposes in an at-
tempt to answer fundamental research questions. It is often the case how-
ever, that due to the effort required to obtain data, the datasets contain only 
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a small number of samples with a vast number of compounds, a combina-
tion where spurious patterns are highly likely to be uncovered. This be-
comes particularly problematic when no degree of certainty is associated 
with the predictions made from those patterns.  
 
Environmental data differs from this. The number of compounds is 
much smaller and the number of samples is much larger. In addition, his-
toric data is available to provide a rich source for experimentation and 
verification. Nevertheless it would be very useful to be able to quantify the 
uncertainty associated with individual predicted measurements obtained 
from a data mining tool. There is some emerging work in this area 
(Nouretdinov et al. 2001) but it remains an open area for research. Conse-
quently, we focus on average measurement error in this paper. 
 
Currently, chromatograms are processed semi-automatically in two 
stages. First, a computer program processes the data and then an analyst, 
looking at all the data, manually corrects mistakes. If the use of data min-
ing techniques could enable samples to be processed at levels that are at 
least as accurate as the current system and uncertainty measurements were 
possible, then they could be used to isolate those aspects that require man-
ual attention. This methodology would lead to significant gains in produc-
tivity because the expectation is that the bulk of the task can be handled by 
the data mining framework.  
 
Much of the processing of a chromatogram is dedicated to pre-
processing. Once again, data mining evaluation methodologies can be used 
to determine the efficacy of each pre-processing method at each stage by 
observing the effect on average measurement error. Data management is 
an essential component of the framework as data mining techniques all 
learn from experience and the datasets are large and cumbersome. Once a 
large collection of accurately labelled data—produced by trained ana-
lysts—is available for mining, then existing data mining techniques can be 
applied to establish a state-of-the-art for the framework.  
 
Before describing the software tool that we have implemented to manage 
the data pre-processing and presenting some results for petroleum detec-
tion, we introduce the basic concepts behind this application.  
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1.1 Gas Chromatography Mass Spectrometry (GC-MS) 
In gas chromatography a sample is injected into a heated column—for ex-
ample, a long glass capillary tube. Due to the different chemical properties 
in the sample, the time of flight of the sample passing through the column 
is different (and known) for different compounds. The time taken by a 
compound to pass through the column is called the retention time, and 
compounds are said to elute from the column.  
 
At the end of the column a detector, in this case a mass spectrometer 
(mass-spec), ionizes, accelerates, deflects and detects the separated ionized 
compounds. The important action here is the detection of molecular frag-
ments using their mass to charge ratio.  
 
Thus, both units work to produce a fine-grained identification of the 
components of the sample. Having a mass spectrometer after gas chroma-
tography is essential for some samples as they may contain compounds 
that have the same retention time: two or more compounds may co-elute 
from the column and the mass-spec must be used to differentiate them. In 
this context, a chromatogram is essentially a sequence of mass-spec scans 
over time. It is often viewed as a two-dimensional plot of the total ion 
count of a scan against time (see, for example, the top panel of Figure 1) 
alongside a mass-spec plot at a given retention time (bottom panel of Fig-
ure 1). 
2 Data Mining Framework for Chromatographic Data  
In this section we outline the integrated environment we have developed to 
convert a chromatogram into a form suitable for machine learning tech-
niques for data mining. The end product of this process is the production 
of data instances. In the section that follows we describe a learning ex-
periment involving instances that have been prepared using the tool. The 
application is the monitoring of petroleum in water.  
 
Chromatographic data can be extremely noisy and must undergo a number 
of transformations in order to make it amenable to analysis by data mining 
algorithms. Outlining all of the possible pre-processing steps is beyond the 
scope of this article, so we restrict attention to some of the more important 
steps. The goal of pre-processing is to produce learning instances that can 
be used to train a data mining model for future use in predicting the con-
centration of a compound in an unlabelled chromatogram. 
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We have developed an experimental framework which allows users to 
visualise, pre-process, and generate instances for data mining. Due to the 
typical size of chromatographic data the framework is designed to take ad-
vantage of multi-core machine architectures. It utilises a workflow inter-
face called Kepler (see, www.kepler-project.org) that enables developers 
to visualise the total pre-processing workflow from raw data to instances. 
Having the ability to generate instances after each pre-processing step pro-
vides the opportunity to use data mining to objectively evaluate the effi-
cacy of each step. This is done by building a predictive model from the 
generated instances and computing the measurement error. 
 
Chromatographic data is complicated by a number of factors including 
noise, sample impurities and instrument maintenance. These factors can 
lead to two consecutive samples producing significantly different chroma-
tograms. This type of noise is particularly difficult to handle with data 
mining algorithms because two such samples should produce similar in-
stances. In particular, retention time shifts are a major problem. 
 
 
Fig. 1. Single Chromatogram indicating Benzene. 
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Figure 1 contains a three-dimensional view of a single chromatogram as 
provided by our tool. The time dimension (x-axis of the top panel) repre-
sents retention time. Successive mass-spec scans are performed and these 
are summarized into total ion count in the top panel. The detail of a mass-
spec scan at the peak corresponding to the expected retention time of Ben-
zene is shown in the bottom panel. The area under the peak is the basis for 
calculating the concentration of the compound in the sample. In the appli-
cation described here, the purpose of the analysis is to extract the concen-
trations of six specific compounds found in petroleum, namely: Benzene, 
Toluene, Ethylbenzene, O-xylene and M&P-xylene. 
 
We are able to label the plot for a given compound like Benzene because 
we know its expected retention time (from laboratory standards) and we 
know its expected mass-spec fingerprint from, for example, the National 
Institute of Standards and Technology library (see www.nvl.nist.gov). The 
bottom panel in Figure 1 depicts the mass-spec scan at the peak and this 
matches the library fingerprint for Benzene. 
 
The goal of pre-processing in the framework is to produce a data instance 
that represents a single chromatogram. This is complex because GC-MS 
instrumentation is susceptible to various forms of noise. Two significant 
problems are particularly difficult for data mining applications: retention 
time shifts and co-elution. Retention time shifts make it difficult to stan-
dardize chromatograms—in an attribute-value context as applied in data 
mining, the values of attributes should have the same meaning across in-
stances. Co-elution, the emergence of two or more compounds at the same 
retention time, creates superimposed peaks causing difficulties for the data 
mining algorithms. Figure 2 depicts multiple superimposed chroma-
tograms and clearly shows the problem of retention time shifts.  
 
 
Fig. 2. Several unaligned chromatograms  
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There are many possible alignment methods in the literature (Johnson et al. 
2003; Nederkassel et al. 2006; Pravdova et al. 2002), none of which are 
ideal for all applications. Consequently, our framework has been designed 
to allow experimentation with different methods, each of which can be 
evaluated via a data mining experiment. 
 
 
 
Fig. 3. Chromatograms aligned by correlation optimised warping.  
One alignment method uses correlation optimised warping (COW) to align 
a chromatogram with a reference (Nielsen et al. 1998). The method shrinks 
or stretches a window to maximise the correlation coefficient with the ref-
erence chromatogram. The problematic retention time shifts depicted in 
Figure 2 are aligned in Figure 3 and the busy region around 4.37 is now 
clearly differentiated. Methods like this contain parameters such as win-
dow size and maximum warp. Traditionally, such parameters have been es-
timated by trial and error. Our framework supports experimentation em-
ploying data mining to determine optimal parameter settings. 
 
 
Fig. 4. Chromatograms normalised to Benzene.  
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The co-elution problem can be handled either by pre-processing or by in-
cluding the mass-spec data in a data instance and letting the data mining 
algorithm distinguish co-eluting compounds. The example in Figure 4 uses 
a pre-processing technique based on mass-spec compound normalisation. 
This method adjusts mass-spec ratios to match those of a target compound. 
Figure 4 depicts a normalisation to Benzene. As can be seen, all chroma-
tograms are aligned by COW and most unrelated mass-spec data have been 
removed by normalization so that clean data instances can now be created 
for data mining.  
  
The final step in the pre-processing stage is instance generation, which is 
not entirely straightforward. All instances are required to have the same 
number of data points. Thus, a three-dimensional chromatogram must be 
transformed to a two-dimensional attribute-value format where each at-
tribute has the same meaning. Retention time alignment is necessary, but if 
mass-spec data is included in the instance then additionally some form of 
standardisation for the mass-spec is also required. This is because the 
mass-spec data often have differing numbers of ion counts. 
 
This series of examples is just one combination of the many pre-processing 
steps that can be trialled ahead of building an actual predictive data mining 
model for the concentration of the target compound. It is generally advis-
able to attempt to remove as much noise from the data as possible ahead of 
mining. For experimentation purposes we have implemented several algo-
rithms for baseline correction, retention time alignment, noise removal, 
peak detection and instance generation. 
3 Application to Monitoring Petroleum in Water 
The specific application considered in this paper involves building models 
from chromatograms in order to predict the concentrations of six com-
pounds of petroleum in water. Currently, these chromatograms are first 
analysed by commercial software that determines the concentrations of the 
compounds. An analyst then examines the chromatogram to ensure that the 
software has integrated the peaks correctly. This process is time consum-
ing and error-prone. The data mining application is to build a model of 
compound concentrations from historically labelled data in order to auto-
matically predict the concentrations of compounds in future (unseen) 
chromatograms. 
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The main goal of this work is to demonstrate that the framework can be 
used to produce models of sufficient accuracy—measured in terms of root 
mean squared error and correlation coefficients—to offer the potential for 
significantly reducing the time spent by analysts on this task. Further, in 
order to demonstrate the utility of the pre-processing methods in the ex-
perimental framework, we designed an experiment to determine the accu-
racy of different predictive models at various stages of pre-processing. 
Four attribute-value datasets, containing 200 instances from the same GC-
MS instrument, were randomly selected from a large database provided by 
a routine testing laboratory. In each case the values were the total ion 
counts at a certain retention time. The target compound in each case was 
Toluene. The first dataset (RAW) contains raw chromatographic data, 
segmented into fixed interval timestamps to give the same number of data 
points. This is essentially equivalent to no pre-processing. The second 
dataset (COW) contains aligned data using correlation optimised warping. 
The third dataset (COW-NORM) contains data that has been mass-spec 
normalised following COW alignment. The fourth dataset (FULL) has 
been subjected to a set of comprehensive pre-processing techniques, in-
cluding COW, NORM, chromatogram cropping to a retention time win-
dow, and the addition of internal standard data for concentration calibra-
tion. This last dataset simply demonstrates the flexibility of the framework 
to combine techniques. 
 
Table 1 shows a list of the data mining regression methods used in the 
experiment. The instances are generated in the ARFF file format in order 
to utilise the WEKA data mining workbench (Witten and Frank 2005). The 
methods vary in complexity but were all able to produce results on the 200 
instances in reasonable time. None of the methods were optimised for their 
parameters, which could make a significant difference to the results. The 
methods are basic linear regression [1], partial least squares regression [2] 
(a commonly used technique in chemometric applications), support vector 
machine regression using a radial basis function kernel [3], locally 
weighted learning [4] utilising partial least squares regression to construct 
a model from the twenty nearest instances to the test instance, and model 
trees [5] with linear regression models at the leaves. Method [6] is as per 
[5], but utilises a target value transformed via the natural logarithm, which 
is transformed back once a prediction has been obtained from the tree. 
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Table 1. Regression Methods 
 Regression Method 
[1] Linear Regression 
[2] PLS Regression 
[3] SVM Regression 
[4] Locally Weighted Regression 
[5] Model Trees 
[6] Model Trees using log(1 + target) 
 
Table 2 shows the average correlation coefficients from running ten 
times ten-fold cross-validation using each method on the four datasets. The 
values in parentheses are the average standard deviations of the correlation 
coefficients across the 100 runs. These measure the variation in the corre-
lation coefficients of the models constructed by the methods. As can be 
seen, the methods with high correlation coefficients also have low standard 
deviations, indicating that good models are produced in each run. 
Table 2. Correlation coefficients of data mining algorithms on each dataset  
Dataset [1] [2] [3] [4] [5] [6] 
RAW 
RAW std dev 
0.684 
(0.306) 
0.882 
(0.118) 
0.844 
(0.101) 
0.915 
(0.084) 
0.664 
(0.236) 
0.768 
(0.214) 
COW 
COW std dev 
0.656 
(0.325) 
0.901 
(0.080) 
0.865 
(0.096) 
0.944 
(0.068) 
0.908 
(0.131) 
0.903 
(0.097) 
COW+NORM 
COW+NORM std dev 
0.803 
(0.190) 
0.821 
(0.161) 
0.817 
(0.158) 
0.847 
(0.124) 
0.924 
(0.071) 
0.922 
(0.069) 
FULL 
FULL std dev 
0.869 
(0.103) 
0.917 
(0.065) 
0.925 
(0.051) 
0.988 
(0.019) 
0.935 
(0.068) 
0.998 
(0.003) 
Table 3. Root mean squared error of data mining algorithms on each dataset (the 
range of the target is approximately 0 to 1600)  
Dataset [1] [2] [3] [4] [5] [6] 
RAW 
RAW std dev 
129.95 
(74.24) 
69.51 
(31.34) 
97.97 
(73.43) 
68.15 
(45.37) 
136.73 
(80.91) 
129.30 
(118.44) 
COW 
COW std dev 
185.02 
(170.41) 
69.25 
(36.97) 
89.60 
(64.34) 
48.73 
(27.85) 
72.42 
(74.48) 
76.53 
(66.02) 
COW+NORM 
COW+NORM std dev 
109.61 
(54.63) 
96.68 
(57.40) 
93.28 
(58.89) 
101.39 
(68.54) 
69.49 
(46.46) 
70.51 
(51.59) 
FULL 
FULL std dev 
80.957 
(30.73) 
63.19 
(28.98) 
79.61 
(63.74) 
21.80 
(15.88) 
59.04 
(39.22) 
13.05 
(11.17) 
 
A high correlation coefficient is not a guarantee for a good predictive 
model as it is possible to have high correlation and large errors. Table 3 
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shows the average root mean squared (RMS) error values from running ten 
times ten-fold cross-validation using each method on the four datasets. The 
values in parentheses are the average standard deviations of the RMS val-
ues across the 100 runs. As can be seen, the methods with high correlation 
coefficients also have low RMS values given the range, and low variances 
between runs, once again indicating that good models are produced in each 
run.  
 
The models that produce the best results are locally weighted learning 
and model trees using the log transform on the target. These results are ex-
tremely promising in terms of indicating that this problem may well be 
amenable to automation. Similar results using these methods can be ob-
tained for the other four compounds although Xylenes and Ethylbenzene 
pose a more difficult alignment problem as their peaks have minimal sepa-
ration and their mass-spec fingerprints are similar.  
 
In terms of pre-processing, RAW is usually the worst format, and in 
general successive pre-processing leads to better outcomes. However, this 
is not always the case as can be seen with the COW+NORM combination. 
Here, normalisation removes the internal standard peaks that some algo-
rithms rely on to improve accuracy.  
4 Conclusion 
We have presented a data mining approach to analysing data from a GC-
MS instrument. These instruments are commonly used for a range of envi-
ronmental analyses. The experimental framework we have developed is 
oriented towards producing data that can be used as input to data mining 
algorithms. Data mining provides the ability to objectively measure the 
impact of pre-processing techniques, which are essential in this domain. 
They also provide algorithms that can be used to make predictions on new 
data, thus offering the potential for automating many of these tasks. 
 
The problem of monitoring petroleum levels in water is a test often 
mandated in many countries to enable environmental agencies to deter-
mine if petroleum tanks are leaking into local water systems. We have 
demonstrated that our framework can be used to produce models of suffi-
cient accuracy—measured in terms of root mean squared error and correla-
tion coefficients—to offer the potential for significantly reducing the time 
spent by analysts on this task. In the space of GC-MS problems, measuring 
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petroleum concentration in water is considered straightforward, but to our 
knowledge there does not currently exist a fully automatic solution.  
 
In order to demonstrate the usefulness of our framework, it will be im-
portant to tackle new, more challenging tasks in the future.  Moreover, 
while we have presented promising results from a cross-validation study, it 
is essential that the application is assessed operationally alongside the cur-
rent methodology. 
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